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Goniometric ~fethod 
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(August 3, 1959) 

This is t he third of a series of papers dealing with factors affecting t he accuracy of 
measurment of lens distortion by various vis ual an d photographic processes. This paper 
presents the results of a study of t he visual modified goniometric method which employs a 
v iewing theodolite and accurate linear scale. Sources of error a re investigated an d dis cu~sed . 
:'IIeasurements a re reported on the same lens that was used In the analYSIS of two Visual 
and one photographic distortion measurin g processes. A comparison of results by t he four 
differen t methods is given. It is concludcd t hat accurate values of lens dlstorLlon can be 
obtained by t he modified goni ometric method proy ided care is taken to use centered apor
t ures and to preserve known angular r clat ionships between telcscope poinLings and s uccessive 
locations. 

1. Introduction 

The accurate evaluation of radial dis tortion in 
the focal plane of airplane cam era lenses has been 
oflprime importance since the advent of mapping 
programs that make cxtensivc use of photographs 
made with airplane cameras. Radial distorLion, as 
herein used, is the linear displacement of an imaged 
point from the point where it would have been 
imaged if the leDs were perfectly orthoscopic. This 
displacement is measured in the image plane of the 
lens along a radius drawn from the intersection point 
of lens axis and image plane. TIl e presence of dis
tortion impairs t he usefulness of the photographs in 
precision mapping. For this reason, specifications 
have been generally established which set limits on 
the magnitude of the permissible distortion for 
lenses used in various types of aerial pho tography. 
To determine compliance with these specifications, 
the values of the distortion are measured for each 
lens. Various methods have been developed for 
making these measurements and it is important 
that these produce reliable results. 

A study of several metbods commonly used in 
the evaluation of lens distortion has been in progress 
at this Bureau for some time. The methods 
investigated thus far are: 

A. Photographic-precision lens testing camera. 

B. Visual- nodal slide optical bench with col
limator. 

D. Visual- inverse nodal slide bench with point 
or line target in rear focal plane of lens. 

F. Visual- modified goniometric with linear scale 
in rear focal plane of lens. 

In this study, mea mements were made on the 
same lens by all four methods; the resul ts were 
compared and attemp.ts were .mad~ to loc~te. ~he 
sources of errol' most likely to lmpau' the rehablhty 
of results obtained by each method. The resu~ts 
of these investigations have b een reported. for 
methods A, B , and D; I, 2 the present paper gl es 
the results for method F. 

A comparison of Lh e values of the clis.torti~n 
obtained by methods A, B , D , and F are given lJ1 

table 1 an d fi gure 1. The valu es shown for A, B, 
and D are the final accepted values for these methods 
after all known sources of error have been eliminated 
or minimized ; the values shown for F are the results 
of a single determinaLion before any attempt was 
made to reduce or eliminate nono'bvious sources 
of error. 

Examination of the values of distortion shown in 
part (a) of table 1 shows that while t here is good 
agreement among corre ponding values obtained by 
A, B, and D, the values obt~ined by method F 
depart mark:edly from those ywlded. by the other 
three. This is shown more clearly lJ1 part (b) of 
table 1 where the departures for each method from 
the average of values D3, obtained by A, B, and p 
are given. The values for F were not included lJ1 

the average as it was believed that this set of values 
wa affected by errors markedly in excess of the 
random. errors of the order of ± 2fL that affected the 
others. This is further justified by considering the 
values of the departures from the average. Here the 
maximum departure of any value from the average 

1 F. E. W asher, ·W. P. Tayman, and W. R. Darling, Evaluation of lens dis 
[ortion by visual and photographic methods, J. R esearch rB S 61, 509 (1958) 

H;~~~ .. Wasb er and IV. H. D arling, Evaluation of lens distortion by the inverse
nodal slide, J . Hesearcb NBS G3e, 105 (1959). 
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TABLE 1. lJi/ easw'ed values of the distortion in microns, referred 
to the calibmted focal length fo r wide angle lens No. 3 by four 
different methods. 

T he values for A, B. and D in part (a) a re fin al accepted va lu es while tho,e for 
F are for a single prelim inary determina tion. TIle nominal focal length of the 
lens is 1.12 m m . D epart urcs from the average, tJ.D~ E, - D A, fh- ])n, etc., are 
sho wn in part (b ) . 

An gular A verago 
separation (a) Values of distortion obtai ned by metllOci D, fo r 
fr om axis methods 
---- - - ---

fJ A n D F A, B ,& D 
----------- --------~-

dey 
0 0 0 0 0 0 
5 -5 - 7 - 5 - 1 - G 

lO -5 -8 - 6 - 15 -·6 
15 4 1 4 - 21 3 
20 21 21 26 6 23 

25 49 52 58 52 53 
30 82 87 90 5i 86 
35 113 106 108 92 109 
40 79 79 77 oj 78 
45 - 113 - 106 - 108 - 92 - 109 

------------------
(b) D epartures tJ. D from t he average for met hod 

A B D F 
--------------------

0 0 0 0 0 
5 1 - I 1 5 

10 I - 2 0 - 9 
15 1 - 2 1 -24 
20 - 2 - 2 3 - 17 

25 -4 -1 5 - 1 
30 - 4 1 4 - 29 
35 4 -3 - 1 - 17 
40 1 1 - 1 - 11 
45 - 'I 3 1 17 
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F I GU R E 1. Fariation of the departures, t.D , fl'Om the average 
value of distortion, '53, with angular separation {3 from the 
axis. 

'r h e var iation for each of the four methods are shown in the fram es designated 
A, B, D and F . 

is ± 5M for A, B , and D , while depar t ures ranging 
from - 29 t o + 17M are presen t for method F . This 
is shown still more str ik ingly in figurc I , where it is 
clear that a.nv random or svstema t ic cn ors do not 
cause t he va llIes for A, B , an cl D to d epar t more than 
± 5M from the average and such depar t ures as exist 
are for t he most part ncgligible; it is also clear from 
figure I , tha t the values ob tain ed b y method F are 
affected by large en ol'S somewhat cyclic in nature. 

Because of the wide variance shown in the pre
l iminary analysis, i t appeared worth while to make a 
careful study of method F to determin c t he causes 
of these discrepancies. 

2 . Study of the Modified Goniometric 
Method (Method F) 

2.1. Theory 

In the usual goniometric method a device similar 
to a large spectrom eter is used . The lens in its 
camera is so mounted tha t its front nodal point lies 
in the axis of rotat ion of the observing telescope. 
A scale i.n the fo cal plane of the camera is observed 
through the telescope and settings m ade on successive 
scale lines havin g known separations . F or each such 
setting, tbe circular scale of the spectrometer is read 
in terms of angle. From the knmn l separation of 
successive scale lines and t he corresponding angular 
observations, i t is possible to determine t he focal 
length of t he lens and the values of the distortion 
at selected poin ts. 

The modifi ed goniometric method , as here used, 
is si.milar to the method described bY M erritt. 3 

The rela tions from which values of the fo cal length 
and distor tion are obtained are th e same for both the 
usual and modified goniometric methods. If a 
graduated seale is located in the focal plane of the 
lens, and t he separations of successive scale divisions 
from the centr al division assumed to be located on 
t he lens axis are designated as a I, a 2, . .. a n, and the 
angular separations of the corresponding divisions 
as viewed through the fro nt of the lens be designated 
as i31 , i32 .. . i3n, t hen 

(1) 

where 11 is the equivalen t focal len gth of the lens. 
Using this value of 1 and known values of i31 the 
distances to the other scale divisions are computed 
and the distortion, D , is given by the relat ion 

(2) 

2.2 . Description of the Apparatus 

The arrangement of the apparat us is ShO ~\'I1 in fig
ures 2 and 3. The lens is mounted in the nodal slide 
loca ted on one leg of the T-bench . The scale, a cali
brated meter bar, is placed in the focal plane of the 

3 E . L . M erritt , M ethods of field camera calib rat ion, Photogra mlllet l'ic E ng. 
X VII, 610 (1951). 
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FIGURE 2. A rrangement of appamt1l8 f01' method F, the modified 
goniometric method. 

The seale at tile rivh! is loca ted in the foca l plane of the lcm mounted on the 
nodal slide in Ihe center of tbe picture. The L1lcodolite on the left farcs the front 
of the lens un drr tC'SI. For the position shown, settin gs CfJ.Jl be made over Lil e 
ran ge 1l ~+JJ to - 11 degrees. 

FIGURE 3. Same as figw'e 1 except theodolite has been displaced 
along the bench for making measw'ements in an extm axial 
region. 

lens and placed as nearly normal as possible to the 
lens axis which is initially made parallel to the bench 
ways. The Wild theodolite is moun ted on a saddle 
located on the eross arm of the T-bench . It is so 
placed that its obj ective is as neal' as feasible to the 
front of the lens under test. For this parti eular ar-

rangement, se tlings can be made from + 30 to -30 
mm on the scale. For wide angles the arrangement 
hown in figure 3 is used. The appearance of the 

scale of the meter bar as seen through the observing 
t~les?ope is shown in figure 4 for three angles of 

2 .3 . Results of Measurement 

It is obvious that an entire diameter of the picture 
area of the lens cannot be investigated for anyone 
position of the theodolite. In order to cover all 
points along a single diameter, the theodolite must 
be traversed along the bench in a series of steps. 
This gives rise to al ternate possibilities. The theod
olite may be held in a single position with respect 
to the bench while a series of observations are made 
at selected points along the scale and then moved 
for successive series or it may be moved between each 

. se tting. The first process seemed easier in the early 
part of the work and was used. The results of meas
urement taken by this process are shown in the 
foll owing section in table 2. 

The center of rotation of the observing telescope 
is separated by a very appreeiable amount from a 
vertical line passing through the front nodal point 

FIG U RE 4. Scale of the meter bar as seen through the viewing 
telescope. 
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TABLE 2. .l\lleasured values in the object space of the angular 
separation, {3., from the axis corresponding to the 10 mm inter
vals of a standard scale located in the focal plane of wide angle 
lens No.3 

Values are shown for corresponding positions along the same diameter to the 
right and left of axis. T he position of the theodolite for each series of settings 
is indicated by t he bench scale readin gs. The cbange in the value of fJ that 
occurs on shifting of tb e theodolite position is shown under "'fJ. 

Right Left 

Angular Angular 
Bench Meter separa- "'(3 Bench Meter scpara- "'(3 
scale bar tion , {3, scale bar tion, (3. 

frOID axis from axis 
---------------

mm mm dell dell mm mm dell dell 
569.0 0 0. 0000 569.0 0 0.0000 

10 3. 7523 ,0 3.7535 
20 7. 4585 20 7.4829 
30 11.1039 30 11. 1729 

0. 0019 - 0. 0280 
498.5 30 11.1058 639. 0 30 11.1449 

40 14. 6558 40 14. 7417 
50 18.0686 50 18. 2166 
60 21. 3551 60 21. 5645 
70 24.4945 70 24. 7641 
80 27. 4799 80 27.8161 
90 30.3061 90 30.7400 

0. 0208 - 0. 0381 
427.3 90 30. 3269 708.0 90 30. 7019 

100 32. 9835 100 33.4457 
110 35.4940 110 36.0266 
120 37. 8604 120 38. 4541 
130 40.0879 130 40. 7390 

0.0185 - 0. 0106 
378. 4 130 40. 1064 754. 4 130 40. 7284 

140 42. 1921 140 42.8877 
150 44. 1553 150 44.8924 
160 45.9564 160 46. 7749 

of the lens. Consequently for a single location of 
the theodolite on its bench it is possible to make set
tings on a comparatively few divisions of the scale 
located in the focal plane of the lens under test before 
vignetting cuts off the view. This is indicated in 
table 2, where the successive readings of the bench 
scale show that the theodolite occupied seven differ
ent positions to cover an angular range of /1 = 46° 
to the right and left of axis . When the theodolite 
is moved from one position to another along its 
bench, it is customary to make the fu'st setting of 
the new position on the same line of the meter bar 
as the last setting of the former position. This is 
indicated in table 2 by the double entries for meter 
bar divisions 30, 90, and 130. The angular values 
obtained for these double entries do not coincide but 
show differences of varying amounts which are tabu
lated under the caption 1:::.(3. If it is assumed that 
the theodolite always is moved parallel to itself, these 
differences 1:::./1 should equal zero. The alternative 
explanations are: (1) Curvature of the bench ways 
and (2) aberrations arising from an asymmetrical use 
of aperture. If the second cause is regarded as neg
ligible, then subtracting the decrement, 1:::./1, from the 
observed values of /1 should eliminate any errors aris
ing from (1). This was done and the values of (3 so 
determined are given in table 3. This table also 
shows the values of equivalent focal length and dis
tortion, DR, to right of axis and DL to the left of axis. 

The values of distortion in table 3 are no t directly 
comparable in the form shown to those given in 
table 1. Consequently it was necessary to evaluate 
DR and DL for values of {3 at 5° intervals. This was 
done by linear interpolation and the values are 

T ABLE 3_ Values of the distortion, DR and D L, referred to the 
equivalent focal length (f = 152.518 mm), based on the meas
urements shown in table 2 

Values of fJ are adjusted by adding the measured values of M to the measured 
values of (3 for each ben ch setting. 

Righ t Left 

Meter fJ ftan~ DR 
bar 

Meter (3 ftan~ D L 
bar 

----------------------
mm deq mm mm mm dell mm mm 

0 0.0000 0. 000 0. 000 0 0. 0000 0.000 0. 000 
10 3.7523 10. 003 -. 003 10 3.7535 10. 006 -.006 
20 7.4585 19. 967 . 003 20 7. 4829 20. 033 -.033 
30 11. 1039 29.933 .067 30 11.1729 30. 124 -. 124 

40 14.6539 39.881 .119 40 14. 7697 40.210 -.210 
50 18.0667 49. 752 . 248 50 18.2446 50. 277 -. 277 
60 21. 3.,32 59. 627 . 373 60 21. 5925 60. 363 -. 363 
70 24. 4926 69. 482 .518 70 24. 7921 70. 447 -. 447 
80 27. 4780 79. 321 .679 80 27. 8441 80. 563 -. 563 
90 30.3042 89. 139 .861 90 30.7680 90.803 -. 803 

100 32. 9608 98.897 1.103 100 33. 5118 100. 994 - .994 
110 35.4713 108.674 1. 326 110 36.0927 111. 188 - 1.188 
120 37.8377 U 8.465 1. 535 120 38.5202 121. 405 - 1. 405 
130 40.0652 128. 273 1. 727 130 40.8051 131. 673 - 1. 673 

140 42. 1509 138. 056 1. 944 140 42.9644 142. 047 -2.047 
150 44. 1141 147.872 2. 128 150 44. 9691 152. 353 -2. 353 
160 45. 9152 157.469 2.531 160 46.8516 162.707 - 2.707 

T ABLE 4. Values of the distortion, D E and D c for wide angle ,: 
lens No.3 for values of {3 varying in 50 steps 

The,e values are derived from table 3. 

fJ DR DL DB "'jtanfj D~ "'Dr Dc 
-----------------------

dey mm mm mm mm mm mm 
0 0. 000 0.000 o. 000 0. 000 0.000 0. 000 0.000 
5 .009 -. 015 -. 003 . 004 -.007 -. 003 -. 004 

10 .057 -- . 095 - . 019 . n08 -.027 - . 005 -.022 
15 . 132 -.214 -. 041 . 012 -. 053 - .007 -. 046 
20 .322 -.322 .000 . 0[6 -.016 -.009 -.007 

25 .54.5 -. 455 .045 . 020 . 025 -.010 .035 
30 .8H -. 740 . 051., . 025 . 025 - . 010 . 035 
35 1. 284 - 1.106 . 089 . 030 . 059 -. 007 • OI\G 
40 I. 721 - 1. 579 . 071 . 036 . 035 . 003 . 032 
45 2. 326 -2. 359 -. 016 . 043 -. 059 . 007 -. 066 

shown in table 4. The asymmetry of the distortion 
pattern results from a small tilting of the scalebar 
with respect to the focal plane of the lens. This 
effect can be readily compensated at the proper 
stage by computation.4 The value of the distortion , 
DE, referred to the equivalent focal length is given 
by the relation 

(3) 

Values of D' c, the distortion referred to the cali
brated focal length are derived from DE in the usual 
manner. Finally these values are corrected with 
the aid of the equation 

where I:::.DT is the correction for the tilt of the scale 
bar and Dc is the value of the distortion referred to 

4 F . E . 'VasIler, Sources of error in varjous m ethods of airplane carner lcali
bration, Pbotogramrnetric Eng., XXII, 727 (1956). 
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the calibrated focal length which is accepted as th e 
best value obtainable by this method of analysis. 
Comparison of the values of Dc shown in table 4 
with the value of the average D3 for methods A, B, 
and D given in table 1 shows marked disagreement. 
The disparity between corresponding values is so 
great that it is apparent that the measurements are 
being affected by some uncompensated ource of 
error. 

It seems probable that the aberrations arising 
from asymmetrical use of apertures contribute 
heavily to the observed disparities. With this in 
mind it seemed worthwhile to neglect errors arising 
from bench curvature and to attempt to reduce the 
aberration effects by averaging the value of {3 in the 
double-on try regions of table 3 on the hypothesis 
that the two separate values were obtained for 
opposite conditions of vignetting and that the aver
age might approximate the value obtained for cen
tered apertures. This was accordingly done and 
the values of {3 so detcrmined are listed in table 5. 

Jo adjustment was made for those value of {3 at 
the non transition points. The values of distortion 
are computed and are shown in table 5. DR and DL 
are evaluated at 5° intervals and are tabulated in 
table 6, toO'ether with DE and Dc. The values of 
Dc obtained in this manner are nearer to the values 
shown in table 1 than are the values given in table 4 
which indicates that this method of reducing tbe 
data is superior to the method used in deriving 
table 4. The disparities that remain are due in 
part to some noncompensated bench curvature and 
in part to observation arising from unsymmetrical 
use of apertures. On making an adjustment, t:.D, 
for the errol' arising from the measured departurc of 

TABLE 5. Values of the distortion, DR and D L , ref erred to the 
equivalent focal length (f= 152.518 mm) based on the m eas
urements shown in table 2 

No adjustment if made for tbe values of B except to average tbe two values of 
fJ at eacb transi (.ion point. 

Right Left 

Angular Angular 
Meter separa- Meter scparn-

bar tiGll / tau fJ DR bar tion f tan{J DL 
froln from 
axis axis 

--- ---------------- --
mm deg mm mm mm de!! mm mm 

0 0.0000 0.000 0.000 0 0.0000 0. 000 0. 000 
10 3. 7523 10. 003 - . 003 10 3.7535 10. 006 - . 0011 
20 7.4585 19. 967 +. 033 20 7. 4829 20. 033 - .033 
30 11.1048 29. 936 + .064 30 11.1589 30.086 - .086 

40 14.6558 39. 887 . ]]3 40 14. 7417 40. 131 -. 131 
50 18.0686 49. 758 .242 50 18. 2166 50. 194 - .194 
60 21. 3.151 59.6:13 .367 60 21. 5645 60. 277 - .277 
70 24. 4945 69. 489 . 511 70 24. 7641 70. 357 - .357 
80 27. 4799 7D.328 .672 80 27. 8161 SO. 468 - . 468 
90 30. 316.1 89. 183 . 817 90 30. 7210 90.634 -. 634 

100 32. 9835 98.984 1. 01 6 100 33.4457 100. 742 - . 742 
110 35. 4940 108. 766 1. 234 110 36. 0266 no. 919 - . PI9 
120 37.8601 118.563 1. 437 120 38. 4541 121. 162 - 1.162 
130 40. 0972 128. 419 1. 581 130 40. 7337 131. 342 - 1. 342 

140 12. 1921 138. 257 1. 743 140 42.8878 141. 668 - 1. fi68 
150 44. 1553 148. 086 1. 914 150 44. S924 151. 945 - 1. 945 
160 45. 956{ 157.697 2. 303 160 46. 7749 162.272 - 2. 272 

TABLE 6. Values of the distortion, Du and DL for wide 
angle lens No.3 for values of fJ vU1'ying in 5° steps 

The values of DE (distor t ion referred to the equivalent focal length) and Dc 
(d istortion referred to the ca librated focal lcngtt.) arc also given togetber with tbe 
adjustment of pointing errOr t:.D E and the final vHlue of dis tor tion for the metbod. 
Dp. 'I'hese values are derived from table 5. 

fJ DR DL DE t:. j tao fJ Dc t:. D. Dp 
-----------------------

deg mm mm mm mm mm mm mm 
0 0.000 0.000 0. 000 0.000 U. OOO 0.000 0. 000 
5 . 010 -. 01 5 -. 002 -.009 -. Oll .003 -. OOS 

10 .055 -. 069 -. 007 -. 01 9 - . n26 .005 -. 021 
15 . 126 -. 136 -. 005 - .029 -.034 .007 -.027 
20 . 316 -.238 .039 -.039 .000 .010 . 010 

25 . . 53~ - .366 . 0 6 -. 050 . 036 .010 . 04 6 
30 .801 -. 608 . 096 -.062 . 034 .010 . 044 
3,1 1.191 -. S4G . 171 -. 076 . 095 .006 .101 
40 1. 575 - 1. 284 . 146 -. 091 . 051 -.002 . 053 
45 1. 988 -1. 964 . 012 - .108 -. 096 -.006 -. 102 

the bench from stl'aigb tness, the value DF represents 
a value free from error arising from bench CUl'vatme. 
This value, DF , is still somewhat different from the 
average given in table 1 showing that the aperture 
error is appreciable. 

2.4 . Errors Arising From Asymmetric Apertures 

In an earlier paper (see footnote 3), an extended 
discussion of the effect of asymmetrical apertures is 
given. It is evident from a consideration of the 
arrangement of apparatus used in the modified goni
ometer method that the apertures are being used 
asymmetrically for most setting . To show that 
this is so, a series of photographs of the effective 
aperture of the lens under test as seen in the exi t 
pupil of the viewing telescope was made. Some of 
these photographs are reproduced in figure 5. The 
dark circles indicate the exi t pupil of the tele cope; 
the light circles or ovals show the effective aperture 
of the lens under test as seen in the exit pupil ; and 
the irregular light areas are caused by random reflec
tions of stray light hitting the interior walls of the 
telescope tube. The principal interest in these 
photographs is to note the different relative positions 
of the lens aperture as seen in the exit pupil. Refer
ring to table 1, it may be noted that for bench scale 
reading 569 mm, and for meter bar reading of 30 mm, 
the aperture is at the right side of the pupil and 
partially obscmed while for the second entry of 30 
mm at bench scale reading of 639 mm, the aperture 
is at the left of the pupil and cut even more. The 
difference in {3 for these settings is 0.0280°. Similar 
conditions exist for meter bar readings of 90 and 130. 
It is obvious that in proceeding from meter bar read
ing + 30 to - 30 the lens aperture is centered for 
only one setting at 0 mm, and an asymmetric con
dition exists at all other positions in the range from 
+ 30 to -30. One would expect that values of the 
distortion obtained under these conditions would 
show large random variations from the t rue value. 
This is indicated in table 7 which shows a comparison 
between values of Da from table 1 and method F 
from table 6. 
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BENCH SCALE 

METER BAR 

NOMINAL ANGLE 

BE NCH SCALE 

METER BAR 

NOMINAL ANGLE 

BENCH SCALE 

METER BAR 

NOMINAL ANGLE 

BENCH SCALE 

569 

-30 mm 

11.1° 

639 

+30 mm 

11 .1° 

754.4 

569 569 606.15 

METER BAR +130 mm tl40mm +160 mm tl60 mm 

NOMINAL ANG·LE 40.7° 42.5° 46.8° 46 .4° 

F I GURE 5. Photographs showing the relative position of the effec-
tive aperture of the lens under test in the exit pupil of the 
measU1'ing telescope for a series of bench and meter bar readings. 

T ABLE 7. Comparison of the values of distortion D F obtained 
by method F from table 6 with the average values Ds from 
table 1 

For these values of Dr, the exit aperturos of the lens ond entran ce anerture of 
~~~'~l:{;,~~s~re centered for values of (j near 0° , 23°,36°, ?nd 44° . .All values 

{3 I ]5, Dr t1D=D3- Dp 

dey I 
0 0 0 0 
5 -6 -8 2 

10 -6 -21 ] 5 
15 3 - 27 30 
20 23 10 13 

25 03 46 7 
~O 

I 
86 4t 42 

3.0 109 101 S 
40 78 53 25 
45 - 109 -102 -7 

2.R. Method of Eliminating Effect of Unsymmetrical 
Apertures 

The improvemen t in reliability of results shown 
in table 6 over tbose shown in table 4 appeared to 
warrant additional measurements using a method 
calculated to minimize any effects arising from 
unsymmetrical use of apertures. Accordingly new 
measurements were made which are given in table 
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8. In these measurements, it is assumed that the 
movemen t along the crossbench does no t alter the 
reliability of the angle measurements , so the the
odolite was displaced for each setting in such a 
manner that the exit aperture of the lens under test 
a!)peared centered in the exit pupil of the telescope. 
The appearance of the exit pupil is shown in the 
right hand column for a few cases in figure 5. Each 
setting was repeated 5 times so as to determine the 
pmbable error of the mean for each value of {3. 
The probable error of the mean for the values of {3 
was found to be approximately ± 2 seconds which 
cOJ'l'espouds to a maximum error in the distortion 
valu es of ± 0.003 mm. 

The values of the distortion, DR and DL , were 
determined from the measured values of {3 cor
responding to the scale divisions of the meter bar 
and are given in table 8. These values were used 
to determine the values of DE (distortion referred to 
the equivalent fo cal length) at 5° intervals which 
a re given in table 9. This table also shows the 
values of Dc (distortion referred to the calibrated 
focal length). While the error arising from bench 
curva ture was assumed to be negligible, it is known 
that this is not quite t rue. However, the magnitude 
of this error has been measured for each position 
occupied by the theodolite and an appropriate cor
rect ion is made under the caption ~DE (compensa
tion for pointing error) . Finally the value of DF is 
shown in the last column. 

Comparison of the values of D' F from table 9 
with that of D3 from table 1 is shown in table 10 
together with the difference D 3- D' F . Consider
ation of the values of D3 - D' F leads to the belief 
that systematic error of some sort is still present . 
A possible source is curvature of the meter bar. 

T ABLE 8. M easured values in the object space of the angular 
separation, fl, from the axis corres ponding to 10 mm intervals 
of a standard scale located in the f ocal plane of wide angle 
lens No.3 

Conditions the sume as for table 2, except apertures nre centered for each setting. 
Each value of (j is tho average of 5 settings; the a vemge probable error of the 
mean is ±0.OOn6° nr 2.0 seconds which corresponds to a maximum distortion 
error of ±0.003 mm. The values of the distortion are also shown . 

Righ. Left 
--- ----

Bench Meter IJ DR Bench Meter IJ DL 
scale bar scale bar 

--------- --- - - --- ------
mm mm deg mm mm mm dery mm 

569. R 0 0.0000 0.000 5~9. 8 0 0. 000(1 0.000 
,556.6 10 3.7523 -.002 581. 2 10 3.7498 .004 
544.4 20 7.4715 - . 001 594 . 1 20 7.4706 .001 
531. S 30 11.J2flO .007 606.2 30 11. 1265 .005 
[;19.1 41) 14. 68R7 . 022 619.9 40 14. O~ 1 2 .015 

505. 6 50 18.1375 .041 633.2 50 18. 1414 . 030 
405.2 60 21. 4649 . 063 645. 6 60 21. 4586 .052 
48n.8 70 24.6201 . 09 1 f,l)8.2 70 24.1\313 .014 
469. 1 gO 27."1430 . 123 669.9 80 27.6492 . 102 
456.8 90 30.5027 . 151 683. 2 90 30.5093 .131 

443.3 100 33.2041 . 184 697. U 100 ~3. 2108 . 159 
·1 ~ l. 4 110 35. 7521 . 199 709.4 110 3n. 75~2 .175 
41S .. 5 120 38.1506 . 198 724.0 120 38.1544 . 1~2 
406.5 130 40.4028 . 190 736.2 130 40. 4095 .159 
393.4 140 42.5212 . 146 751. 5 140 42.6304 .100 

380.0 150 44. n066 .093 76.~. 4 15u 4 1. 524.'\ .000 
367.7 160 46.3712 .009 774. 6 160 46. 396~ -.134 

< 
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T ABLE 9. Values of the distortion DR, Dr., and D E derived 
fTom table 8 

The values of D c th e distortion referred to tbe calibrated focal length a nt! 
the value~ of D'p de;ived frOlll D c after cOInpcnsatiou for pOilltingerror tl,Dr. arc 
a lso sbown. All values sre in microns. 

~ J)" DL D E= J) H+ Dr. 6f t"n R J)c 6]) " J)'p 

2 

--------- ---------
tlea 

0 0 I) 0 0 0 0 0 
5 - 2 3 0 )0 - 10 3 - 7 

10 5 ,1 4 21 - 17 " - 12 
15 2-1 ) 5 20 a2 - 12 7 - !l 
20 53 42 ,IS 43 5 JO 1.1 

25 95 77 86 Sf, :a 10 41 
30 149 126 1~8 (18 70 JO 80 
35 195 170 182 R3 99 (j 105 
40 Ig1 lr>3 177 9~ 7S -2 76 
-15 71 - 34 18 118 - 100 - 6 - 106 

'L\B I. E lO.- ColnpCll'ison oj the values oj D;, from table 9 with 
'03 frail! table 1 

'l'he magniLucll1 of t ile correction Dc requ ired to compensate assumed cur\'alurc 
01 target scale (sagitta = 22 ,, )and final accepted value D r for lII ethod F arc a lso 
shown . .All \'a ILlC's arc ill microns. 

j) p = (3 753 D' p ])3- lJ;. ;:'lJc 
])~+ j)c 

------ -- -- ------ -

dey 

0 0 () 0 0 0 
5 - I) - 7 I 2 - 5 

10 - (\ - 12 (j 3 - 0 
15 3 - .J 8 4 - 1 
20 23 i.J 8 r, 20 

25 ,13 4 1 12 6 47 
30 86 80 (j Ii 86 
;~ 5 100 105 'I 5 11 0 
40 78 i6 2 2 78 
45 - IOU - 106 - 3 - 5 - Ill 

A compuLation was made , to delermine Lhc probable 
magnitude of the assumed cUl"YaLure (sec fooLnote 4) . 
A value of 22fJ. for the sagitta of Lhe curve seemed 
satisfactory and rcasonable and is used to determine 
the yalues of !lOc- The value of DF shows thc 
effect of making this cOlTccLion and is accepted as 
thc bes t se t of valli es of dis tOl' tion 0 b lainecl by 
method F . . 

2 .6. Review of Results Obtaine d by Four 
Different Methods 

In the course of this investigation, extended 
scries of measurement of the values of radial distor
tion have been made on a single lens using foul' 
distinctl~- differenL methods designated A, B , D, and 
F . Table 11 shows, in section (a), the final value 
accep ted for each method together with the average 
for the fOll l' . Part (b ) of table 11 shows thc depar
ture from thc average for each of the four mcthods 
together with Lhe probable error of a single deter
mination for a given method with respect to the 
average for all methods. T he departul'e from the 
average for cach of the four mcthods is also shown 
in figure 6. III the co urse of the investigation, it 
has been shown that the PEs for values obtained 
by anyone of Lhe methods is approximately ± 3 fJ. . 
It is shown in tablc 11 , that the departurc of the 

'l'AB1. E 11. .~Ieasured values oj the distortion in microns j'efen'ed 
to the calibrated focal length jar wide angle lens No.3 for f01tT 
dif)"erent m ethods 

'l'he values for A, B, D . and 10' in part A arc the final accep ted values obtain ed 
by each of the four metl lods. D epartures from the average jj for the four are 
shown ill part (b) togethel' with tIle value of PR. , tbe probable error for values 
obtained by a Single method _ 

An gul ar 
se paration 
frolll axis 

(3 

(n) Y <ll uc:-; of d istortion obtai ned b~7 llIetiJod 

Il I ) 

A vcrngc 
j) 

--------------

<f> 
z 
0 
0: 
U 

" 0 

" 
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10 
15 
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35 
40 
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15 
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30 
35 
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10 

0 
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0 

-10 
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0 
- !) 
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21 
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79 
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(b) 

. \ 

----
0 
1 
2 
2 

- I 

- 3 
-'I 

4 
1 

- 4 

0 Il U 
- 7 -5 - !) - () 
- s - I) - 9 - 7 

I 4 - I 2 
21 2 1; 20 2~ 

52 5S 47 52 
87 \JO SI) 8G 

106 108 11 0 109 
79 77 78 78 

- lOG - 108 - II I - 109 
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FIGU RE 6. Variat ion of the departw'es, 6]), )"rom the average 
value of distortion with angular separation (3 fro m the axis. 

'rhe values of Co D arc computed witli respect to the average val ue of D for the 
fOllr methods A , B , D , and }-" using the final accC'pte(/ vulues for method F . 

val u es obtained by a, single me thod from th e grand 
average for foUl" methods does lJO t usually exceed 
± 3 fJ.. 

It can thercfore be eoncluded that the resul ts 
obtained b~- anyone of these methods are likely to 
be as good as those obtained by any other of the 
remaining three methods, and moreover the errors 
in the yalu es of distortion are unlikely to depart 
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by all amo L1ut in excess of ± 5 /J. from tlte true yalue. 
This statement is made on the assumption that 
proper care is taken in measurements for any of the 
methods and that all conditions are equiyalent. 

3. Conclusions 

vVhile the equivalence of til(' foul' methods s tudied 
can be regarded as established as a result of these 
investigations, there are other fastors th%t arc \yortby 
of mention in connection with them. It can be safely 
stated that method B is tbe easiest of the methods 
to use and requires the simplest apparatus, namely 
nodal slid(' , yisuaI optical bench, and coIl ilT' a tor. It 
is also rclatiyelr easy to understand. Method D is 
quite easy and ·simpie but more difficult to compre
hend because of the inverse manner of the usc of 
the nodal slide. In addition , unusual care is required 
to insure proper cen tering of apertures unll'ss a large 

diameter yiewIllg telescope is used . Method F while 
reliable is the most difficult of all. There appeal' to 
be more sources of error likely to creep in than for 
method Band D, and in addition, it requires morl' 
extensive use of trigonometric tables and in terpola
tion than any of the other three methods. Method 
A is possibl.'- the ea,siest to understand. It does ho\\"
ever, require complex equipment. It is slower than 
method B when there is onlv one lens to measun' . 
HO\Yever, as the number of ·lenses to be tested in
creases, it becomes more efficient as no time need be 
lost waiting for nega tiyes to dry before measuremen t 
and it is possible to complete measurements on 10 
lenses quicker b.'" method A than by method B . 
Method A has, of course. the major advantage that 
it approximates more nearl.'T conditions of ll se t hn n 
any of the other methods . 

WASHIXOTON, D.C. (Paper 63C2- ] 4) 
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